
 

 
 

 
Attachment(s) classified 

 

Dear participant in the IAEA/WHO (PAHO) Postal Dose Quality Audit Service: 

Below please find the results for your dosimeter set(s), irradiated in Batch BT_Pilot. 

Dosimeter set # Within 5% acceptance limit? 

BT0010     Yes 

BT0012     Yes 

Your dosimetry audit results are within our 5% acceptance limit and no further action is required on your part. 

You will be invited to participate in a new audit run in approximately two years' time. 

  

Thank you for having participated in this audit run. 

Yours sincerely, 

Godfrey Azangwe, PhD 

Quality Manager, Dosimetry Laboratory 

Dosimetry and Medical Radiation Physics 

 (DMRP) Section 

Division of Human Health 

Enclosure 

Information note: Copies of these results are made available to WHO (and to PAHO for participants in Latin 

America and the Caribbean) and to your Country Coordinator, where existing. 

 

 

Atoms for Peace and Development 

 
Ms Akinjshina Antonina 

Voronezhskiy Regional Oncology Hospital 

ul. Vaytsehovskogo, 4 

Voronezh 

Russian Federation 

 

Vienna International Centre, PO Box 100, 1400 Vienna, Austria 

Phone: (+43 1) 2600 • Fax: (+43 1) 26007 

Email: Official.Mail@iaea.org • Internet: http://www.iaea.org 

In reply please refer to: 326-E2.20 
Dial directly to extension: (+431) 2600-28331  
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